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Chart of Instructions 



FOR THE APPLICATION 
OF THE 

High-Frequency 
Current : 

S SJrottr Med. Medium M ■ Mild 

KEY j 

1 SS -Short Spark |„S— Long Spark C—Con tart 


This Chart of Instructions as to the use of VioRay High-Frequency machines 
has been edited by a Harley Street Specialist, and if same is carefully followed 
satisfactory results can be in most cases relied upon. 


The details given are those used in eases where the particular disease in question has 
been quick to respond to such treatment. However, with continued use of the apparatus 
individual experience is quickly developed. 

If a sedative effect is desired keep electrode in contact. If stimulating effect is desired, 
hold electrode away from surface, the farther away the longer the spark. A uniform spark of 
any length can be produced by administering the current through layers of towelling or through 
the clotlimg. The length of the spark depends upon thickness of the layers. 

The indirect treatment is given by placing an electrode (No. 1, No. 2 or No. 13) in one hand 
of the patient, while the operator draws the current to any local point with the fingers or 
electrode No. 1. 

Do not use high-frequency for scalp treatments with tonic containing more than 40°/ 0 alcohol. 

Do not be afraid to use VioRay apparatus. It is absolutely safe in every respect. 
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Abscess . 

Apply Electrode to developing Abscess to arrest its growth. 
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Alcohol & Drug 

Addictions 

In alcohol, morphine or opium habits, apply over liver, 
solar plexus and spine, In cocaine use mild currant to 
soles ui leet, arms and legs to point of reddening. Do not 
Luliow this treatment if blood pressure is low. Also mas¬ 
sage abdomen with hand. 
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Asthma ... 

Apply over the chest, pit of stomach and spine, and over 
tliroat glands. Also use Ozone Generator (No. 28). 
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Ataxia 

The current and spark should be as strung as the patient will 
tolerate. Apply to the spine, over buttocks, abdomen and 
back of legs. Gradually decrease treatments. Massage 
parts. 
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Barbers' Itch 

Spark over surface and about edges. Do not try to remove 
in one treatment. Treat until you observe destruction 
of tissue, and let the intervals be determined by your 
j iidgment. 
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Bladder Disease 

(Cystitis) 

Treat with Electrode No, I over the bladder. The urine will 
clear very quickly. Operator hold hand on patient s back 
to draw current. Use Electrode up back passage. 
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Boils 

i Furunculosis’) 

Cover a reasonable surface around the boil as well as the 
boil itself. 
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Brain Fag 

Apply to forehead over eyes, back ui head and neck, down 
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spine, and jilt of stomach ; and massage abdomen. 
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Breast 

Development 
Bright’s Disease. 

Bronchitis 

Bruises 

Bunions . 

Burns . 

* Chilblains 

Cold Extremities 

Colds in Head 

Colds in Lungs 

Dandruff 

Deafness and 

Ear Diseases 

(See also Ea r a eh e 1 

Diabetes . 


Cover the entire area to be developed. Slight rubbing of 
breast when covered with Talc Powder. 
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Apply over the region of the kidneys. It will be noticed that 
albumen quickly disappears. Use medical remedies sup¬ 
plied by doctor. 
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Ozone should be inhaled through the Ozone Generator as 
much as possible in connection -vith the treatment. Ap¬ 
plications of the current should be to the chest and back, 
causing a 'ft+ddeniug, Maas" r e abdomen, Arply to 

spine. 
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Apply Ammonium Chloride Lotion to parts. 
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Apply Pot. Bicarb. Lotion to parts. 
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If burn covers large area, use No. 1; if small, use one of 
the Electrodes with smaller point. 
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Apply direct to affected part. 
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After treating extremities, apply to spine and massage 
abdomen as a tonic. 
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Apply over nose, above eyes and sides of face. Ozone 

Generator inhalations greatly assist; also applications in 
the nose with Electrode No. 11. 
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Treat chest and hack, and inhale from Ozone Generator. 
Massage abdomen. 
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Shampoo the scalp before treatment. 
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Comfort of the patient should be the guide to length of 
treatment. Apply to bottom of back of ear, also inside 
of nose 
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Apply over the abdominal area. Results must not be 

expected short of two weeks. Observe proper diet. Use 
Powder, and massage abdomen for 20 minutes at a time. 
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DISEASES 

REMARKS 

Cur’nt 

El«c'de 

No* 

Tr'tma’t 

Min. 

Per 

Day 

Method 

Diphtheria 

Apply to inside and outside ot throat with No. 10 and No. 
1. Ue© Ozone Generator as directed. Send for doctor 
at once. 
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Dyspepsia 

Apply Electrode to pit of stomach. Massage at the same 
time. 
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Earache . 

Insert in ear. Syringe with weak soda and water. 
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Epilepsy .* 

Apply over the brain and along th* spino. Massage abdo¬ 
men. No. 1 bo brain. 
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Eye Diseases 

Close eyelids, apply and repeat as desired. 
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Falling Hair 

(Alopecia j 

The hair usually keeps the Electrode away from the scalp, 
thus causing a beneficial spark. If pain is felt on account 
of attraction of blood* reduce current. 
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Hay Fever. 

Apply Electrode No. 1 over the nose and spine and No, 2K 
in nostrils. It is advisable to anticipate the trouble and 
begin before discomfort is felt 
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Headaches 

Headaches are from varying causes. If relief is not had by 
applying to the seat of pain, cover the spine and stomach. 
Massage back of neck, 
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Heart Disease 

Cover spin© and solar plexus. Massage abdomen. 
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Hives and Rash . 
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Goitre ... ... 

Follow this for about one minute with sharp sparks. Paint 
with Iodine, 
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Gout . 

Pain may he felt at first. If so, begin with short treatment 
and increase. Massage abdomen. 
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Grippe 

(Influenza) 

Cover spine, solar plexus, over eyes and sides of nose. 
Inhalations from Ozone Generator will greatly aid. Inter- 
nasal application by Electrode No. 11 is also beneficial. 
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Insomnia . 

Cover back of head, neck and eyebrows in order mentioned 
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Lumbago . 

Since the object is to relieve pain, continue the treatment 
over painful areas until all pain is dispelled. Repeat treat 
ment whenever pain reappears until cured. 
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Massage 

Let patient hold metal Electrode in one hand, turning on 
current after it has been grasped. Masseur's fingers will 
draw the sparks to point massaged. 
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Mumps ... ... 

Treat swollen parts. 
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Neuralgia . 

Nteuritis . 

Ovary (Fain) ... 

Pains .. ... 

Plies 

(Haemorrhoids) 

Pimples 

(Acne Vulgaris) 

Pleurisy 

Pneumonia 

Psoriasis . 

Prostate 

(Enlarged) 

Pyorrhoea . 

Rheumatism 

Scars . 

Skin Diseases 
Smallpox 

Sore Feet and 
Stone Bruises 

►Sore Throat 

Sprains . 

Stiff Neck or 

Joints 

Vaginal 

(Discharge) 
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Apply to seat of pain, raising the Electrode occasionally to 
produce spark. 

Apply weak current at first; when relief is felt the current 
may be increased and a short spark given. Apply at scat 
of pain. Rub part softly^ 

Apply Electrode up front passage after douching. 

Apply at seat of pain until relieved, with current and 
method that seem to give best results. if pain is ai 
intervals, use Electrode suited to the orifice. 

Apply Electrode up back passage. 


About the nose and other sharp angles a smaller Electrode 
is desirable. Where postules are forming, raise the Elec¬ 
trode slightly to give a short spark for a short time* 

Cover back and chest through underclothing until skin 
becomes quite red. Ozone Generator sboulaalst be used 
Massage abdomen. 

Apply Ozone Generator (as per directions given under illus¬ 
tration). Apply Electrode to back and chest through 
underclothing until flesh becomes red* Massage abdomen. 

Apply Electrode. 

Apply Electrode up back passage. 


fnhalations from Ozone Generator are very beneficial. Place 
instrument before turning on current. TJse Antiseptics 
to gums, also use fine Electrode to gums. 

Rheumatism responds quickly, but arterial rheumatism 
requires longer treatment* Treat the affected parts until 
pain is dispelled. A change in the patient's position will 
expose other parts requiring treatment. Treat as often 
as pain reappear* Rub 

The object is to remove the tissue sc that new tissue may 
form—therefore use as strong a spark as tolerable. 

Treatments may be taken as frequently as tolerable. 

Before the disease has broken out* give a general treatment 
to all parts of the body* If sores have appeared, treat 
each with No. 11 Electrode and cover the whole surface 
with No. 2, A short, strong spark is best* Treat about 
30 minutes, two or three times a day. 


If sprain is old, use sharp spark. 

Rub gently. 

Apply Electrode rip front passage, having used Antisept 
before. 
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Writer’s Cramp 


Apply from finger tips to shoulder and upper spine 
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